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ABSTRACT  (UNCLASSIFIED) 

"*  This  report  describes  how  a  Hewlett  Packard  HP  8510B  vector  network 

analyzer  with  a  non-pulsed  test  set  can  be  used  for  measuring  pulsed-RF 
signals  with  a  low  pulse  repetition  frequency  within  milliseconds,  by 
making  use  of  the  external  trigger  facility.  This  measurement 
configuration  is  derived  after  an  analysis  of  the  signal  flow  through 
the  receiver  of  the  network  analyzer.  Although  the  measurement  method  is 
derived  for  a  specific  pulsed-RF  signal  (carrier:  5.3  GHz;  pulse 
repetition  frequency:  3.5  kHz;  pulse  width:  12.8  /js)  and  meant  for  use 
in  a  near-field  measurement  facility,  its  applicability  is  more  general. 
It  will  not  be  possible  to  perform  pulse  profile  measurements.  The 
desired  and  attained  measurement  specifications  are: 


Desired  specifications: 
Dynamic  range 
ampl.  accuracy 
phase  accuracy 
measurement  time 


Attained  specifications: 
>40  dB;  50  dB; 

±0.3  dB;  +0.10  dB; 

±3.0  °;  ±1.0  °; 


<10  ms. 


1.14  ms. 
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SAMENVATTING  (ONGERUBRICEERD) 


Dit  rapport  beschrijft  hoe  een  Hewlett  Packard  HP  8510B  vector  network 
analyzer  met  een  niet-gepulste  test  set  gebruikt  kan  worden  voor  het 
meten  van  gepulste  signalen  met  een  lage  puls  repetitie  frequentie 
binnen  enkele  milliseconden,  door  gebruik  te  maken  van  de  externe 
trigger  mogelijkheden.  Deze  meet-configuratie  is  ontwikkeld  na  analyse 
van  de  signaaldoorgang  door  de  ontvanger  van  de  network  analyzer.  Hoewel 
de  meetmethode  is  afgeleid  voor  een  specifiek  gepulst  signaal 
(draaggolf:  5,3  GHz;  puls  repetitie  frequentie:  3,5  kHz;  puls  breedte: 
12,8  /is)  en  bedoeld  is  voor  gebruik  in  een  nabije-veld  meetfaciliteit, 
is  de  methode  algemeen  toepasbaar.  Het  is  niet  mogelijk  puls  profiel 
metingen  te  verrichten.  De  vereiste  en  bereikte  meetspecificaties  zijn: 


Vereiste  specif icaties : 
Dynamisch  bereik 
ampl.  nauwkeurigh. 
fase  nauwkeurigh. 
raeettijd 


£40  dB; 
±0.3  dB; 
±3.0  °; 
<10  ms. 


Bereikte  specif icaties: 
50  dB; 

±0.10  dB; 

±1.0  °; 

1.14  ms . 
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1  INTRODUCTION 

Vector  network  measurement  has  been,  and  is,  used  in  characterizing 
microwave  devices.  Until  now,  vector  network  analyzers  (NWA)  were 
designed  to  operate  with  a  continuous  microwave  (CW)  driving  signal. 
However,  an  increasingly  important  class  of  microwave  devices  have  a 
requirement  not  normally  associated  with  standard  (CM)  vector  network 
measurement.  These  devices  must  be  characterized  under  pulsed-RF 
conditions . 

1.1  Pulsed  measurements 

One  such  a  device  is  an  active  phased  array  antenna  designed  for  the 
PHARUS  project.  PHARUS  stands  for  Phased  Array  Universal  SAR.  This 
antenna  must  be  characterized  under  pulsed-RF  conditions,  because: 

In  this  way,  the  antenna  will  be  measured  under  operational 
conditions ; 

the  active  components  will  behave  differently  under  CW 
conditions ; 

the  antenna  operates  at  such  a  high  peak  power,  that 
characterization  using  a  CW  measurement  system  would  destroy  the 
antenna . 

Although  vector  network  analyzers  designed  for  measuring  pulsed-RF 
signals  are  beginning  to  become  available,  like  the  Hewlett  Packard  HP 
8510B  with  option  008  and  the  Wiltron  360-PS20,  this  report  describes 
how  a  'standard'  HP  8510B  can  be  used  for  measuring  pulsed-RF  signals, 
as  long  as  one  is  not  interested  in  pulse  profile  measurements. 
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1.2  Organization  of  the  report 

The  organization  of  the  report  is  as  follows:  After  the  measurement 
specifications  are  given  in  chapter  2,  in  chapter  3  the  passing  of  a 
pulse  signal  through  the  receiver  of  the  NWA  is  treated  and  following 
that,  measurement  configurations  for  measuring  pulsed  signals,  as 
proposed  by  Hewlett  Packard,  are  discussed.  Then,  in  chapter  A,  results 
of  internally  triggered  measurements  of  pulsed  signals  in  a  CW 
measurement  configuration  are  given,  followed  by  a  discussion  in  chapter 
5  of  a  new  method  for  measuring  pulsed  signals  as  if  it  are  CW  signals, 
by  making  use  of  the  external  trigger  facility  of  the  NWA.  Finally,  a 
description  is  given  of  experiments  carried  out  with  this  new 
measurement  method  and  in  chapter  6  the  results  are  compared  with  the 
results  obtained  with  the  internally  triggered  CW  measurement 
configuration. 
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2  MEASUREMENT  SPECIFICATIONS 

The  characteristics  of  the  PHARUS- antenna  will  be  measured  in  the  FEL- 
TNO  planar  near-field  measurement  facility.  Both  antenna  and  near-field 
measurement  facility  impose  restrictions  on  the  allowable  measurement- 
times.  These  restrictions  will  be  discussed  in  detail  in  the  following. 

2.1  PHARUS -antenna 

As  mentioned  before,  the  PHARUS -antenna  will  be  operated  under  pulsed-RF 
conditions.  The  pulse  signal  is  shown  in  figure  1. 


The  carrier  frequency  will  be  5.3  GHz  (C-band) .  The  Pulse  Repetition 
Frequency  (PRF)  is  3500  Hz  and  the  pulse-width  r  is  12.8  ps  (1). 

So  the  duty-cycle  is  4.48  %. 
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2.2  Near- field  measurement  facility 


Figure  2  shows  a  planar  near-field  measurement  configuration  [2,  p.6). 


Fig. 2:  Transmission  system  set-up  for  planar  near-field  measurement 


The  Antenna  Under  Test  (AUT)  can  be  operated  as  a  transmitting  antenna 
as  well  as  a  receiving  antenna  [3].  The  aperture  of  the  probe  is  moved 
over  a  planar  surface,  parallel  to  the  aperture  of  the  AUT,  called  the 
scan  plane.  In  case  of  a  transmitting  AUT,  samples  of  the  electric  field 
(amplitude  and  phase),  generated  by  the  AUT,  are  taken  in  equidistant 
points  that  are  arranged  in  a  rectangular  grid.  With  the  obtained  near¬ 
field  data,  far-field  characteristics  can  be  calculated. 
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2.3  Desired  specifications 

The  measurement  times  are  dictated  by  probe  velocity,  carrier  frequency, 
dimensions  of  the  scan  plane  and  the  number  of  multiplexed  measurements. 
The  rectangular  grid  of  sample  points  is  shown  in  figure  3. 


sample 

spacing 


sample 

point 


probe 

movement 


Fig. 3:  Planar  near-field  measurement  grid 

It  is  common  practice  to  space  Che  sample  points  one  third  of  a 
wavelength  apart  [A,  p . 607 ;  5,  p.259).  The  dimensions  of  the  scan  plane 
are  3  m  x  3  m.  With  a  carrier  frequency  of  5.3  GHz,  the  sample  points 
are  spaced  1.89  cm  apart.  When  using  the  probe  at  its  maximum  velocity, 
i.e.  A  cm/s,  one  row  of  3  m  will  be  completed  in  75  s  (samples  will  be 
taken  while  moving  the  probe) .  In  that  time  158  sample  points  are  passed 
by  and  the  time  elapsed  between  two  adjacent  points  is  0.A7  s. 

Since  one  scan  session  will  last  about  3  hours  and  17  minutes  (158  *  75 
s)  and  since  for  a  phased  array  antenna  many  radiation  patterns  need  to 
be  measured  (e.g.  for  different  scan  angles),  it  is  desirable  to  combine 
measurement  of  different  radiation  patterns  in  one  scan  session,  called 
multiplexing.  Supposing  a  multiplexing  of  10  measurements,  of  which  the 
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sample  points  need  to  be  distributed  around  the  the  sample  points  as 
shown  in  figure  3,  and  taking  into  account  some  switching  overhead,  it 
is  desired  that  measurement  of  amplitude  and  phase  will  take  less  than, 
say,  10  ms. 

In  order  to  obtain  precise  far- field  characteristics,  the  receiver  of 
the  measurement  system  must  accurately  measure  amplitude  and  phase  of  an 
RF-signal  over  a  dynamic  range  of  at  least  40  dB  [5,  p.256;  6,  p.32;  7, 
p.32;  8,  p.8).  For  amplitudes  ranging  between  0  and  -40  dB,  a 
fluctuation  of  ±  0.3  dB  in  amplitude  and  ±  3.0  ®  in  phase  is  allowed  [5, 
p.256;  7,  p.170;  9,  p.839]. 


The  desired  NWA  specifications  are  summarized  below: 


Dynamic  range 
amplitude  accuracy 
phase  accuracy 
measurement  time 


>  40  dB; 

±  0.3  dB; 
±  3.0  °; 
<  10  ms. 
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3  PULSE  SIGNALS  AND  THE  HP  8510B 

To  understand  the  problems  involved  with  measuring  pulsed-RF  signals 
with  a  NUA,  the  passing  of  a  pulsed-RT  signal  through  the  receiver  of 
the  HP  8510B  will  be  discussed.  It  will  appear  that  the  easiest  approach 
to  understanding  the  characteristics  of  the  receiver  is  to  look  into  the 
frequency  domain.  When  the  functioning  of  the  receiver  is  understood, 
measurement  configurations  can  be  developed. 

3.1  Pulsed-RF  signal  passing  the  receiver 

The  block  diagram  of  the  HP  8510B  NWA  receiver  is  shown  in  figure  4. 


20  MHz  100kHz 


Fig.  4:  Receiver  block  diagram 


The  receiver  is  a  double  conversion  superheterodyne  with  a  10  kHz  wide 
BandPass  Filter  (BPF)  in  the  second  IF.  This  10  kHz  filter  is  the 
component  that  dictates  how  the  HP  8510B  responds  to  pulsed  signals. 

For  the  pulsed-RF  test  signal  the  PHARUS  signal  is  taken,  of  which  the 
characteristics  are  summarized  below  and  a  graphical  representation  is 
given  in  figure  5. 


Carrier  frequency  : 

5.3  GHz; 

pulse  repetition  frequency  : 

3.5  kHz; 

pulse  width  : 

12.8  ps; 

duty  cycle  : 

4.48  %. 

286 jis 


Fig.  5:  PHARUS  pulse  signal 

The  tesc  signal  can  be  written  in  the  time  domain  as: 

xs(t)  -  x(t)«s(t) 


(1) 


with  x(t)  the  5.3  GHz  sinusoidal  carrier  signal  and  [11,  pp. 507-510] 
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CO 


■  C0  +  2Cncos  (n2rrfp^pt) 

(2) 

n-1 

/TPRF  “  fPRF*r 

(3) 

•PRF#r*sinc^nfPRFrl  X) 

(4) 

The  frequency  domain  representation  of  xs(t)  is  given  by: 


Xs(f) 


C0X(f)  +  ^  CnX(f-nfpRF) 


n--» 

n*0 


(5) 


in  which  X(f)  is  the  frequency  domain  representation  of  the  5.3  GHz 
carrier  x(t).  The  frequency  domain  representation  (5)  is  shown  in  figure 
6. 


c3 

1 

C2 

Cl 

Co 

Cl 

C2 

C3 

1 

PRP 

freq. 

carrier 


Fig.  6:  Frequency  domain  representation  PHARUS  pulse  signal 


1)  sinc(x)  -  sin(jrx)/nx 
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The  receiver  shifts  the  frequency  spectrum  as  shown  in  figure  6  in  such 
a  way  that  the  central  frequency  (with  amplitude  coefficient  Cq)  is 
equal  to  the  frequency  of  the  second  Local  Oscillator  (LO) .  Figure  7 
shows  the  signal  representation  -  in  the  frequency  domain  -  of  the 
signal  as  present  in  the  receiver  before  the  10  kHz  BPF.  The  effect  of 
the  BPF  is  illustrated  -  in  the  frequency  domain  -  in  the  same  figure 
(dashed  line). 


Fig.  7:  Effect  of  bandpass  filtering 

The  frequency  domain  signal  representation  at  the  output  of  the  BPF  is 
given  by: 


XsouC(f)  “  +  fL01  '  fL02>  + 

00 

+  l  “nCnX(f  +  fL01  '  fL02  '  nfPRF> 


n--» 

n*0 


(6) 
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with  an  (n  -  -2,  -1,  0,  1,  2,  ...)  depending  on  the  filter 

characteristics . 

If,  for  the  sake  of  simplicity,  an  ideal  10  kHz  BPF  is  assumed,  that  is: 


a 


n 


1  for  n  -  -1,  0,  1 
0  else 


for  a  pulse  repetition  frequency  of  3.5  kHz, the  time  domain 
representation  of  the  BPF-output  is  given  by: 


xout(c)  “  d/8)cos(2!T*100-103.t)* 
•(2C1cos(2jr.3.5*103»t)  +  C0] 


(7) 


Time  and  frequency  domain  representations  and  bandpass  filtering 
(assuming  an  ideal  10  kHz  BPF)  are  shown  in  figure  8. 


PULSE  SMAL  M  INPUT 
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Besides  the  wanted  frequency  of  100  kHz  (see  figure  4) ,  two  other 
frequency  components  are  also  present  in  the  output  signal,  causing  the 
output  signal  to  fluctuate  rapidly  with  a  period  of  286  /is. 

This  signal  hardly  resembles  the  sinusoidal  signal  needed  for  amplitude 
and  phase  measurement. 
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3.2  HP  measurement  configurations 

Hewlett  Packard  offers  two  solutions  for  measuring  with  pulsed-RF 
signals  with  a  standard  HP  8510B  [10].  The  bandpass  filter's 
characteristics  divide  the  measurement  into  two  categories:  PRF's 
greater  than  30  kHz  and  PRF's  less  than  30  kHz. 

3.2.1  PRF's  greater  than  30  kHz 

For  PRF' s  greater  than  30  kHz ,  the  BPF  only  passes  the  center  spectral 
line  (carrier)  of  the  pulsed-RF  spectrum  and  so  the  receiver  measures 
the  pulsed-RF  signal  as  if  it  were  a  CW  signal  in  a  non-pulsed  network 
analyzer  configuration. 

The  configuration  (figure  9)  for  making  pulsed  vector  network 
measurements  with  a  PRF  of  greater  than  30  kHz  is  very  similar  to  the 
standard  measurement  configuration.  A  difference  is  the  coupler  at  the 
output  of  the  source.  This  coupler  supplies  a  CW  signal  to  the  HP  8510B 
for  phase  locking  the  system,  as  the  phase  lock  loop  cannot  lock  to  a 
pulsed  signal. 


HP  6510  HP  8340/8341 


Fig.  9: 


Pulsed-RF  configuration  for  PRF's  >  30  kHz 
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3.2.2  PRF's  less  chan  30  kHz 

For  PRF's  less  Chan  30  kHz,  Che  IF  signal  will  include  noc  only  Che 
cencre  speccral  line  buc  also  c2he  ocher  speccral  lines  ChaC  encer  Che 
bandwidch  of  Che  filcer.  These  addicional  speccral  lines  resulc  in 
magnitude  variacions  in  Che  signal  as  a  funecion  of  time  (Che  pulses 
will  appear  in  Che  IF) .  Since  che  receiver  Cakes  a  racio  of  Che 
measuremenc  and  cesc  channels,  che  magnicude  and  phase  shife  Chrough  Che 
device  is  scill  provided.  However,  che  receiver  needs  che  added 
capabilicy  of  providing  a  synchronizacion  signal  ChaC  can  crigger  Che 
measuremenc  ac  che  peak  of  chese  IF  pulses.  This  will  Chen  maximize  Che 
signal-co-noise  racio,  chus  maximizing  Che  available  dynamic  range  and 
accuracy. 

The  HP  measurement  configuration  (as  shown  in  figure  10)  looks  very  much 
like  che  one  shown  in  figure  9.  The  measuremenc  configuration  of  figure 
9  is  extended  with  a  connection  between  pulse  modulator  and  external 
crigger  input  of  che  NWA. 


Fig.  10:  Pulsed-RF  configuration  for  PRF's  <  30  kHz 

In  Che  above  configuration,  the  HP  8510B  will  be  used  in  ramp  sweep  mode 
[10]  with  the  frequency  sweep  sec  to  the  minimum  value.  The  HP  8510B 
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will  use  the  external  trigger  to  update  the  measurement,  instead  of  the 
sweep  ramp. 

This  measurement  method,  proposed  by  Hewlett  Packard,  is  not  suited  for 
measuring  the  PHARUS- antenna  in  the  FEL-TNO  near- field  measurement 
facility  for  two  reasons:  First,  experiments  with  the  HP  8510B  in  ramp 
sweep  mode  have  shown  that  each  measurement  of  amplitude  and  phase  lasts 
about  one  half  of  a  second  (see  appendix  A) ,  which  is  far  too  much  (see 
paragraph  2.3)  and  second,  because  of  the  ramp  sweep  mode,  the  carrier 
frequency  is  too  unstable  for  use  in  near-field  measurement  (one  scan- 
session  will  last  more  than  three  hours).  So  another  way  of  measurement 
must  be  found. 
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4  INTERNALLY  TRIGGERED  MEASUREMENT  OF  PULSED-RF  SIGNALS  IN  A  CW 

MEASUREMENT  CONFIGURATION 

Although,  in  principle,  measurement  of  the  PHARUS-low-PRF  pulsed  signal 
in  a  non-pulsed  network  analyzer  configuration  is  not  the  obvious  way 
for  measuring  this  signal  (see  figure  8),  internally  triggered 
measurements  in  a  CW  measurement  configuration  are  still  carried  out 
since  for  the  moment  there  is  no  other  way  left.  By  means  of  averaging, 
the  desired  dynamic  range  and  accuracy  are  attained,  at  the  cost  of  time 
2).  Measurements  are  carried  out  with  a  CW  reference  signal  and  with  a 
pulsed  reference  signal.  A  CW  signal  is  always  provided  for  phase 
locking  the  system. 

\  4.1  CW  reference  signal 


The  measurement  configuration  is  shown  in  figure  11. 

HP  miBRF  SOURCE  HP  811U  PULSiCEN. 


Fig.  11:  Measurement  configuration;  CW  reference  signal 


2)  The  measurement  time  increases  with  (200  ps  x  averaging  factor) 
(12,  p.27] , 
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With  the  aid  of  a  step-attenuator,  amplitude-  and  phase -fluctuations  as 
function  of  attenuation  level  are  measured.  Amplitude-  and  phase- 
fluctuation  are  indicated  in  figure  12.  The  results  are  shown  in  figure 
13.  Without  averaging  it  is  not  possible  to  get  reliable  results.  More 
information  is  given  in  appendix  B. 


Fig. 12: 


Amplitude-  and  phase-fluctuation 
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AMPLITUDE  FLUCTUATION 

measurement  pulsed  signal,  CW  reference 


FLUCTUATION  IdB) 


ATTENUATOR 


a)  Amplitude  fluctuation 


PHASE  FLUCTUATION 

measurement  pulsed  signal,  CW  reference 


b)  Phase  fluctuation 

Fig.  13:  Amplitude-  and  phase-fluctuation;  measurement  results 

Figure  13  shows  that  an  error  has  occured  measuring  the  amplitude - 
fluctuation  at  an  attenuation  level  of  3  dB  and  for  the  phase- 
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fluctuation  at  an  attenuation  level  of  60  dB.  In  spice  of  these 
erroneous  measurements,  figure  13  shows  that  the  desired  accuracy  and 
dynamic  range  is  attained  for  an  averaging  factor  of  A00. 

A. 2  Pulsed-RF  reference  signal 

The  reason  for  not  using  a  CW  reference  signal  but  pulsing  both 
reference  and  test  signal  is  explained  in  [10]: 

Removal  of  effects  of  the  modulator  itself; 

removal  of  the  offset  caused  by  the  pulse  desensitization 

(magnitude  decrease  caused  by  the  loss  of  energy  in  the 

sidebands) ; 

noise  reduction. 


The  measurement  configuration  is  given  in  figure  1A;  the  measurement 
results  are  shown  in  figure  15.  More  information  is  given  in  appendix  C. 


Fig.  1A: 


Measurement  configuration;  pulsed-RF  reference  signal 
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AMPLITUDE  FLUCTUATION 

measurement  pulsed  signal 


FLUCTUATION  (cJB) 


Avo ra2«  factor  100 
y  Average  factor  400 
Average  factor  2000 


0  1  2  3  3  4  0  6 

30003300 
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ATTENUATOR 


reUrtinO# 


a  -  Amplitude  fluctuation 

PHASE  FLUCTUATION 

measurement  pulsed  signal 


FLUCTUATION  (degrj 


Average  factor  100 
Average  factor  400 
Average  factor  2000 


0  1  2  3  3  4  6  0 

30003300 

dddddddd 

BBBBBBBB 

ATTENUATOR 


*iU*4  ratorefto* 


b  -  Phase  fluctuation 


Fig.  15:  Amplitude-  and  phase -fluctuation;  measurement  results 
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The  measurements  give  the  same  results  as  those  found  in  paragraph  4.1 
(see  figure  13,  15;  appendix  B,  C).  Accuracy  and  dynamic  range  are 
attained  for  an  averaging  factor  of  400. 

Every  averaging  adds  200  /is  to  the  measurement  time  [12,  p.27).  So  the 
measurement  time  would  be  more  than  400  *  200  /is  -  80  ms.  This  lasts  too 
long,  so  another  way  for  measuring  pulsed-RF  signals  must  be  found. 

The  fact  that  measurement  results  obtained  with  a  CW  reference  signal 
are  the  same  as  those  obtained  with  a  pulsed-RF  reference  signal,  is 
caused  by  the  use  of  a  HP  8511A  frequency  convertor  instead  of  a  HP 
8515A  test  set  that  is  discussed  in  [10).  The  HP  8511A  frequency 
convertor  is  much  less  noise-sensitive  than  the  HP  8515A  test  set.  This 
is  caused  by  the  low  insertion  loss  of  the  frequency  convertor.  Since 
the  pulse  width  is  very  small  (12.8  /is),  use  of  the  HP  8511A  is 
recommended.  If  the  pulse  widths  of  the  RF  pulses  are  longer  than  200 
/is,  the  IF  signal  will  rise  to  its  steady  state  value  [10,  p.3).  If  the 
pulse  is  narrower  than  200  /is,  the  pulse  will  not  rise  to  its  steady 
state  value.  Although  the  level  does  not  reach  the  steady  state  level, 
it  may  reach  a  level  that  can  be  used  to  make  a  valid  measurement.  As  a 
guideline,  the  measurement  level  falls  off  6  dB  for  every  octave 
decrease  in  pulse  width  below  'DO  /is  [10,  p.3). 
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5  A  METHOD  FOR  MEASURING  LOW-PRF  PULSED  SIGNALS 

When  looking  at  figure  8  of  paragraph  3.1,  possible  solutions  for 
measuring  the  PHARUS  pulsed-RF  signal  as  if  it  is  a  CW  signal  come  up. 

It  is  obvious  that  the  problems  are  caused  by  the  width  of  the  BPF  in 
the  second  IF.  Three  possible  measurement  solutions  are: 

Additional  filtering  after  the  10  kHz  BPF; 
using  a  NWA  with  a  smaller  BPF; 

triggering  with  a  frequency  equal  to  the  Pulse  Repetition 
Frequency . 

Of  the  above  proposals  for  measurement,  the  first  one  is  dropped  since 
the  output  of  the  BPF  is  not  externally  available. 

5.1  Using  a  NWA  with  a  smaller  BPF 

If  the  IF  bandpass  filter  would  have  a  smaller  bandwidth,  say  about  100 
Hz,  it  would  be  possible  to  measure  the  PHARUS  pulsed-RF  signal  as  if  it 
is  a  CW  signal,  as  is  indicated  in  figure  16.  Wlltron  offers  a  vector 
network  analyzer  (Wiltron  360)  provided  with  an  adjustable  IF  bandwidth: 
10  kHz,  1  kHz  and  100  Hz.  This  NWA  is  used  with  a  non-pulsed  test  set. 
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Measurements,  however,  of  amplitude-  and  phase-fluctuations  with  this 
NUA  with  IF  bandwidth  of  100  Hz,  showed  that  the  analyzer  does  not 
behave  in  the  way  expected.  The  measurements  are  treated  in  detail  in 
appendix  D.  The  measurement  results  are  given  in  figure  17. 


AMPL.  &  PHASE  FLUCTUATION 

WILTRON  360  measurements 


FLUCTUATION  (SB,  deQl.) 


Fig.  17:  Amplitude-  and  phase-fluctuation;  pulsed-RF  reference 

The  100  Hz  IF  filter  is  not  ideal  -  it  has  a  smooth  fall  off  -  and 
passes  more  than  one  frequency  component.  3)  This  method  is  in 
principle  possible,  but  it  needs  a  sharp  fall  off  filter.  Note,  in 
figure  17,  that  an  averaging  factor  of  100  is  applied. 


3)  In  the  Wiltron  360-PS20  pulsed  NUA,  a  filter  with  a  sharp  fall  off 
is  present.  For  measurement  results,  see  appendix  E  [13]. 
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5.2  Using  the  HP  8510B  external  trigger  facility 

Looking  at  the  (calculated)  signal  at  the  output  of  the  10  kHz  BPF 
(figure  18),  a  way  can  be  found  for  measuring  the  PHARUS  pulsed-RF 
signal . 

output  10kHz  BPF,  time  domain 


amplitude 


Fig.  18:  Output  of  10  kHz  BPF 

Regardless  of  the  bandwidth  of  the  IF  filter,  the  filter-output  is 
always  periodic  with  period  286  /is,  corresponding  with  the  lowest 
frequency  component  present,  e.i.  the  PRF  of  3.5  kHz  (see  equation(7); 
paragraph  3.1). 

So,  if  it  is  possible  to  trigger  the  NWA  for  measurement  every  286  ps  or 
multiple  of  286  \x s,  the  effects  caused  by  the  sidebands  still  present  in 
the  frequency  spectrum  (fluctuations)  are  eliminated  and  the  signal  is 
measured  as  if  it  is  a  CW  signal.  In  the  Fast  CW  mode,  data  is  available 
approximately  1  millisecond  /fter  the  (external)  trigger  pulse  is 
received  (12,  p . 24 ] ,  so  it  looks  that  a  way  of  measurement  is  found  that 
satisfies  all  measurement  specifications. 
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6  EXTERNALLY  TRIGGERED  MEASUREMENTS 

When  measuring  Che  PHARUS  pulsed-RF  signal  using  Che  HP  8510B  excernal 
Crigger  facilicy,  cwo  pulsed  signals  are  presenc  in  che  measuremenc  sec- 
up:  The  PHARUS  signal,  chac  needs  Co  be  measured,  and  che  crigger 
signal,  excracced  from  che  PHARUS-signal  and  used  Co  excernally  Crigger 
Che  HP  8510B.  The  HP  8510B  will  cake  daca  on  a  negacive-going  TTL 
Crigger  pulse  (pulse  widch:  1  ps  minimum)  [12,  p.27). 

6.1  Measuremenc  configuracions 

The  firsc  experimencs  were  carried  ouc  wich  cwo  pulse  generacors  running 
free,  of  which  one  was  used  co  excernali-'  crigger  che  HP  8510B  (see 
figure  19a) ,  resulcing  in  a  fluccuacing  signal  noc  ac  all  sacisfying  che 
desired  accuracy.  Experimencs  wich  Cwo  synchronized  pulse  generacors 
wichouc  delaying  che  crigger  signal  (see  figure  19b)  resulced  in  non- 
reproducable  measuremencs .  So  ic  appears  chac  synchronizacion  is  of 
paramounc  imporcance. 
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BP85I0B  NIA 


a)  Pulse  generators  running  free 


BP8510B  NIA 


b)  Pulse  generators  synchronized 


Fig.  19:  Measurement  configurations;  externally  triggered 

In  the  measurement  configuration  shown  in  figure  20,  the  trigger  signal 
is  extracted  from  the  pulse  signal  (3.5  kHz)  and  delayed,  thus  providing 
a  good  synchronization.  When  the  HP  8510B  is  busy,  trigger  signals  are 
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> 


ignored,  so  measurements  or  data  transport  are  not  interrupted  and 
measurements  are  carried  out  for  multiples  of  286  ps. 


isinipprom 

pulse 


Fig.  20:  Low-PRF  measurement  configuration 


With  a  delay,  the  trigger  pulse  can  be  shifted  into  the  RF  pulse  to 
maximize  the  measured  power.  Measurements  will  then  be  taken  when  the 
received  field  is  maximal  (see  figure  8). 

In  order  to  get  accurate  measurement  results,  the  pulse -form  must  not  be 
disturbed.  For  certainty  the  pulse -form  can  be  monitored  during 
measurement. 

Measurement  results  are  discussed  in  Che  next  paragraph. 
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6.2  Measurement  results 


Measured  again  are  amplitude-  and  phase -fluctuations  versus  attenuation 
level.  The  results  are  shown  in  figure  21. 

AMPL.  &  PHASE  FLUCTUATION 

externally  triggered  measurements 


FLUCTUATION  <dB;  d»flr.) 


Fig.  21:  Low-PRF  measurement  results 

The  desired  accuracy  is  attained  for  a  dynamic  range  greater  than  50  dB. 
These  results  are  similar  to  those  found  in  chapter  4  (CW  measurements) 
for  an  averaging  factor  of  400.  When  measuring  in  Fast-CW-mode,  the  time 
between  two  measurements  will  be  4*286  ps  -  1.14  ms,  whereas  with 
internal  triggering  and  an  averaging  factor  of  400  this  time  would  be 
more  than  400*200  fis  -  80  ms  (Fast-CW-mode  cannot  be  used  with  internal 
triggering  (12,  p.24]).  In  the  low-PRF  measurement  configuration  no 
averaging  is  applied. 

The  absolute  amplitude  and  phase  deviations  compared  with  CW 
measurements  of  a  CW  signal  are  minimal  (see  figure  22)  and  less  than 
those  obtained  with  CW  measurents  of  pulsed  signals  (see  appendix  B  and 
C). 


L 


AMPL.  &  PHASE  DEVIATIONS 

externally  triggered  measurements 
dev.  *  CW-value  -  Pulsed-value 


DEVIATION  (dB;  degf.) 


ATTENUATOR 


eourc*  power.  9dBm 


Fig.  22:  Amplitude  and  phase  deviations 
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7  DISCUSSION 

A  way  has  been  found  to  measure  within  milliseconds  low-PRF  pulsed-RF 
signals  -  as  long  as  one  is  not  interested  in  pulse  profile  measurements 
-  as  if  it  are  CW  signals  with  a  'standard'  HP  8510B  vector  network 
analyzer.  In  this  measurement  method  the  network  analyzer  is  externally 
triggered  and  used  in  Fast-CW-mode.  In  the  measurement  configuration  the 
use  of  a  frequency  convertor  instead  of  a  test  set  is  recommended. 

The  measurement  specifications  for  measuring  the  PHARUS  pulsed-RF  signal 
(carrier:  5.3  GHz;  PRF:  3.5  kHz;  pulse  width:  12.8  ps)  attained  are: 

Dynamic  range  :  50  dB; 

ampl.  accuracy  :  ±0.10  dB; 

phase  accuracy  :  ±1.0  ®; 

measurement  time  :  1.14  ms. 

During  measurements  a  good  synchronization  of  pulse  signal  and  trigger 
signal  is  of  paramount  importance. 
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RAMP  SWEEP  MODE  MEASUREMENT;  MEASUREMENT  TIMES 


The  measurement  configuration  is  shown  in  figure  Al. 


Fig.  Al:  Ramp  sweep  mode  measurement  configuration 

The  used  parameters  are: 


Carrier  frequency  :  5.3  GHz; 

pulse  repetition  frequency  :  3.5  kHz; 

pulse  width  :  12.8  ^s; 

source  power  :  -5  dBm; 

average  factor  :  1. 


The  times  measured  are: 


51  points 
101  points 
201  points 


0.52  s/measurement; 
0.55  s/measurement; 
0.56  s/measurement. 
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INTERNALLY  TRIGGERED  MEASUREMENTS  IN  A  CW  MEASUREMENT  CONFIGURATION;  CW 
REFERENCE  SIGNAL 

The  measurement  configuration  is  shown  in  figure  Bl. 


HP  MB  RESOURCE  HPMUPULSm. 


Fig.  Bl:  Internally  triggered  measurement  configuration; 

CW  reference  signal 

The  used  parameters  are: 


Carrier  frequency  :  5.3  GHz; 
pulse  repetition  frequency  :  3.5  kHz; 
pulse  width  :  12.8  ps; 
source  power  :  9  dBm. 


The  measurement  results  are  stated  in  table  Bl. 
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Table  Bl:  Results  internally  triggered  measurements; 

CW  reference  signal 


Attenuator 

Average 

factor 

Attenuation 

(dB) 

Phaseshlft 

(o) 

3  dB 

100 

-2.97  +0.4 

-36.62  ±0.8 

400 

-3.01  ±0.4 

-36.62  ±0.3 

2000 

-3.01  +  0.4 

-36.52  ±  0.15 

10  dB 

100 

-9.83  ±0.4 

-7.42  ±0.8 

400 

-9.86  ±  0.05 

-7.42  ±0.4 

2000 

-9.86  ±  0.02 

-7.32  ±0.2 

20  dB 

100 

-20.03  ±0.5 

-12.78  ±  0.9 

400 

-20.02  ±  0.05 

-12.78  ±  0.9 

2000 

-20.02  ±  0.02 

-12.68  ±  0.2 

30  dB 

100 

-30.13  ±0.5 

-4.48  ±  0.9 

400 

-30.13  ±  0.0S 

-4.48  ±  0.4 

2000 

-30.13  ±  0.02 

-4.48  ±0.2 

33  dB 

100 

-33.33  ±0.5 

-32.42  ±  1 

400 

-33.33  ±  0.05 

-32.42  ±0.5 

2000 

-33.33  ±  0.02 

-32.42  ±0.2 

43  dB 

100 

-44.23  ±0.6 

-37.62  ±  2 

400 

-44.28  ±  0.1 

-37.62  ±  1 

2000 

-44.28  ±  0.04 

-37.52  ±0.o 

50  dB 

100 

-51.23  ±  0.8 

-5.62  ±  3 

400 

-51.23  ±  0.2 

-5.62  ±  1.5 

2000 

-51.21  ±  0.08 

-5.62  ±0.7 

60  dB 

100 

-61.33  ±  1.5 

+25.88  ±  9 

400 

-61.43  ±  0.8 

+25.88  ±  9 

2000 

-61.53  ±  0.3 

+25.88  ±  9 
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Table  B2  gives  amplitude  - 
non-pulsed  5.3  GHt  signal 
pulsed  measurement) . 


and  phase  deviations  from  measurements  of  a 
(deviation  -  value  CW-measurement  -  value 


Table  B2:  Amplitude-  and  phase  deviations 


Attenuator 

Attenuation 

CW  (dB) 

Attenuation 

Pulsed  (dB) 

Phase 

CW  (0) 

Phase 

Pulsed  (®) 

Ampl 1 tude 

Deviation 

(dB) 

Phase 

Deviation 

(°) 

3  dB 

-  2.98 

-  2.97 

±  0.40 

-37.44 

±  0.05 

-36.62 

±  0.80 

-  0.01 

-  0.82 

10  dB 

-  9.89 

-  9.83 

±  0.40 

-  8.55 

±  0.05 

-  7.42 

±  0.80 

-  0.06 

-  1.13 

20  dB 

-20.14 

-20.03 

±  0.50 

+13.76 

±  O.OS 

♦12.78 

±  0.90 

-  0.11 

♦  0.98 

30  dB 

-30.20 

±  0.010 

-30.13 

±  O.SO 

+  5.24 

±  0.10 

♦  4.48 

±  0.90 

-  0.070 

-  0.76 

33  dB 

-33.29 
±  0.020 

-33.33 

±  O.SO 

-31.55 

±  0.10 

-32.42 

±  1.0 

♦  0.040 

♦  0.87 

43  dB 

-43.92 

±  O.OSO 

-44.23 

±  0.60 

-38.60 

±  0.40 

-37.62 

±  2.0 

♦  0.31 

-  0.98 

SO  dB 

-SO. 60 

±  0.10 

-SI.  23 

±  0.80 

-  9.20 

±  0.30 

-  5.62 

±  3.0 

♦  0.63 

-  3.58 

60  dB 

-60.50 

±  0.35 

-61.33 

±  l.S 

♦16.70 

±  2.0 

♦25.88 

±  9.0 

♦  0.83 

-  9.18  I 

70  dB 

-70.40 

±  1.0 

not 

measured 

+  6.20 

±  5.0 

not 

measured 

- 

- 
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INTERNALLY  TRIGGERED  MEASUREMENTS  IN  A  CW  MEASUREMENT  CONFIGURATION; 
PULSED-RF  REFERENCE  SIGNAL 

The  measurement  configuration  is  shown  in  figure  Cl. 


Fig.  Cl:  Internally  triggered  measurement  configuration; 

pulsed-RF  reference  s:gnal 


The'  used  parameters  are: 


Carrier  frequency  :  5.3  GHz; 
pulse  repetition  frequency  :  3.5  kHz; 
pulse  width  :  12.8  ps; 
source  power  :  9  dBm. 


The  measurement  results  are  stated  in  table  Cl. 
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Table  Cl:  Results  internally  triggered 

pulsed-RF  reference  signal 


Attenuator  Average 
factor 


Attenuation 

(dB) 

-2.79  ±0.3 
-2.81  ±  0.1 
-2.82  ±  0.025 
-9.80  ±0.4 
-9.85  ±  0. 1 
-9.85  ±  0.03 
-20.  10  ±  0.4 
-20.  10  ±  0. 1 
-20.09  ±  0.03 
-30.20  ±0.5 
-30.18  ±  0.1 
-30.15  ±  0.03 


measurements ; 

Phaseshlft 

(o) 

-35.98  ±0.8 
-35.53  ±0.3 
-35.06  ±  0. 15 
-5.90  ±0.8 
-5.50  ±0.4 
-5.30  ±0.2 
+  16.60  ±0.8 
+  16.70  ±  0.4 
+  16.90  ±0.2 
+8.30  ±  1 
+8.60  ±0.5 
+8.60  ±0.2 


-33.10  ±0.5 

-27.60  ±  1 

-33. 15  ±  0. 1 

-27.60  ±0.5 

-33. 15  ±  0.03 

-27.60  ±0.2 

-43.90  ±  0.6 

-34.30  ±  2 

-43.90  ±0.2 

-34.30  ±0.8 

-44.00  ±  0.05 

-34.05  +0.4 

-50.60  ±0.7 

-4.00  ±  3 

-50.60  ±0.3 

-4.00  ±  1.5 

-50.70  ±  0.1 

-4.00  ±0.8 

-60.30  ±  1.5 

+19.00  +  9 

-60.30  ±0.8 

+20.00  ±  5 

-60.30  ±  0.3 

+21.00  ±  2 
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WILTRON  360  MEASUREMENT;  NON  PULSED  NVA 


The  measurement  configuration  is  shown  in  figure  Dl. 


Fig.  Dl:  Internally  triggered  measurement  configuration  Wiltron  360; 

pulsed-RF  reference  signal 

The  used  parameters  are: 


Carrier  frequency  :  5.3  GHz; 

pulse  repetition  frequency  :  3.5  kHz; 

pulse  width  :  12.8  ps; 

source  power  :  5  dBm; 

average  factor  :  100. 


The  measurement  results  are  stated  in  table  Dl. 


TNO  report 


Appendix  D 


Page 

D.2 


Table  Dl:  Results  internally  triggered  measurements; 

pulsed-RF  reference  signal 


Attenuator 

IF  bandwidth 

Attenuation  (dB) 

Phaseshift  (°) 

3dB 

N 

X 

X 

NARDA 

R 

X 

X 

01594 

M 

-2.4 

-109.4  ±  0.1 

lOdB 

N 

X 

X 

HP 

R 

X 

X 

6921 

M 

-9.5  ±  0.1 

-109.6  ±  0.2 

20dB 

N 

X 

X 

NARDA 

R 

X 

X 

01734 

M 

-19.8  ±  0. 1 

-96  ±  1 

30dB 

N 

X 

X 

NARDA  & 

R 

X 

X 

HP 

M 

-29.5  ±0.5 

+148  ±  2 

33dB 

N 

X 

X 

NARDA  & 

R 

X 

X 

HP 

M 

-32.5  ±0.5 

+39  ±  4  | 

43dB 

N 

X 

X  I 

NARDA  & 

R 

X 

X  | 

HP 

M 

-42  ±  1 

-62  ±  8  1 
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WILTRON  360  MEASUREMENTS;  PULSED  NUA 

The  measurement  configuration  is  given  in  figure  El. 


Fig  El:  Set-up  for  pulsed  measurements 


A  CW  reference  (necessary  for  phase  locking  the  system)  is  put  at  the 
input  of  a  mixer  and  the  pulsed  test  signal  is  put  at  the  input  of  the 
other  mixer  at  the  back  of  the  Cestset.  The  internal  couplers  of  the 
testset  are  not  used.  The  signal  is  modulated  externally  with  a 
generator  and  a  modulator.  The  pulse  cannot  be  profiled  now;  only  the 
transmission  coefficient  can  be  determined.  The  measurement  results  are 
shown  in  table  El . 
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Table  El:  Results  of  pulsed  measurements 


Pulsed 

Normal 

signal  (PRF-5.3  GHz,  T-  12.8  fi sec) 
bandwidth,  no  averages 

Atten(dB) 

Amplitude(dB) 

Phase(degrees) 

mean 

fluct. (±) 

mean 

fluct. (±) 

0 

+0.01 

0.01 

0.1 

0.20 

10 

-10.04 

0.02 

-8.3 

0.25 

20 

-19.91 

0.04 

-4.0 

0.30 

30 

-29.99 

0.10 

-12.0 

0.70 

40 

-41.00 

0.35 

-1.0 

2.5 

50 

-51.00 

1.0 

-8.0 

6.0 

60 

-61.00 

3.0 

0.0 

20.0 
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